(RSN  MISSOURI DEPARTMENT OF HEALTH
RSP STATE PUBLIC HEALTH LABORATORY (« R
e DATAMASTER MAINTENANCE REPORT SREATH A¥CONOL pRogR A,

Camplete this report in duplicatc at the time of the regular monthly preventive maintenance check. and whenever insuqum 3 20 09
is repaired. Send copy to Depariment of Health: retain original in depariment file.
. \ V'DATE OF INSPESTION, ..
DATAMASTER SN: Bates City Police Dept. No. 201247 015_03_2{?%35:\\ STare HEALTH 14,
LOCATION OF iNSj"RUMENT (STREET AND CITY) TIME CF INSPECTION
203 N. 2 Street, Bates City, Missouri 64011 2010
CHECKLIST: Place a check (V) to the left of each item if found to be satisfaclory or if eperating within established limits. (Write

In observed values where determined.) Unchecked items must be corrected before using instrument.

b DIAGNOSTIC CHECK (PRINTOUT ATTACHED) OK

M compuTER MoETECTOR

& PrROGRAM KM FiLTERS

HEATERS SAMPLE CHAMBER ~ 49°C QUARTZ STANDARD
FLOW DETECTOR b CALIBRATION
PUMP HIGH SPEED KM PRINTER

INDICATOR LIGHTS OK

TIME AND DATE OK

SIMULATOR TEMPERATURE (34°C 2 0.2°C) _:ﬁ °C
& CALIBRATION CHECK — Run three lesls using a standard solutlon, Al thiee lests must be within £ 5% of the standard value and must
have a spread of .0D5 of Jess. Check tha box corresponding to the slandard solution belng used.
{PRINTOUT ATTACHED) (USE RECIRCULATION PUMP)
510.100% STANDARD — MUST READ BETWEEN 0.0895% and 0.105% INCLUSIVE
Stoe

r - - a
{ONLY ONE STANDARD iS TO BE USED PER MAINTENANGE REPORT)

TEST1 ™ .D86% TEST 2 W™ .097% TEST: 097%

PERFORM R.F.l. TEST (PRINTOUT ATTACHED)
NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EAGH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUsSALs @ l (0-.08) O {.05-00) O (.10-.14) 1 (.15-.19) O ] {Over.19) O
List any new parts and describe any alteralion or medification that was made to restore ihe instrument to operale satisfactorily
and vith eslablished iimils (use other side if necessary)

Instrument is operating within Department of Health specifications.
MFG. DATE: 08-11-08 LOT NO: #08280 BOTTLE NO: #501 EXP. DATE: 08-11-09
MFG. CO: Guth Laboratories, Inc.

IMSPECT!NG OFFICER

SIGNBJURE /e . oo PRINT NAME
2. Z< Shawn M. Gillenwater, #985
TYPE | PERMIT NUMBER/EXPIRATION DATE TELEPHONE NUNMBER
920040 - 02/24/2011 (816) 690-6575
MO 580-1468 25949 AN EQUAL OPPORTUNITY/AFTIRMATIVE ACTION EMPLOYER Lab-1

services provided en a nondiscriminatory basis

zd dz0:60 60 €0 uPr



®
A@é GUTH LABORATORIES, INC.

590 NORTH 67th STREET @ HARRISBURG, PA 17111-4511 ¢ TELEPHONE; T17-466 | 5470

k)

CERTIFICATE OF ANALYSIS
Certified Alcohol' Reference Solution for Simulasor

Random Samples of Lot Number 0828D of
Alcoho! Reference Solution for Simulator were inalyzed by
gas chromatography and found to contain 0.1212 percent
{(w/vol) ethyl alcohol. The expiration date for this lot
number is August 11, 2009 at 11:59 PM. '

When used in a calibrated Simulator, operating at’
34°C +/- .2°C, this solution will- give a breati alcohol

analysis instrument reading of 0.10 percent BAL,

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidznt
GUTH LABORATORIES, INC.

denis0 B0 €0 unp
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Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
BATES CITY POLICE DEPARTMENT

BAC DATAMASTER SERIAL MUMBER 291247
B6/ 62,89
zEr 2y

—=~ DIAGNOETIC CHECK ——-—

COMPUTER: OIAY

PROGREI: OHAY

HERTERS

SAMPLE CHRMBER: 43¢

FLOW TETECTOR? OKRY

FUMP

HIGH 2PEED: DAY

DETECTOR: CHAY
T FILTERS: QKA

| QUARTZ STANDARD: OKAY
CALIBRATION: OKRY

FRINTER TEST
PUHSHEG Y (b, - AHIRR456 729 § <=37EABCLEFG
HIJELMHOPRRETUYWRYZLN I abede fghidk lvno
parsiuvwxyzd | T

Cperator Signature E - o
Prnted on recydad papar with agr-based Inks CMSU 2:108-G2

dz0:60 60 €0 unm



pd

Face This Side Down —~ This Edge In First

BAC DataMaster
Evidence Ticket

STATE OF MISSOURI
BRATES CITY POLICE BEFARTHENT

EBAC DATAMASTER SERIAL MUMBER 281247

85-83,89

ARREST TIiME: Rgroa
SURJECT MAME:
FROST/JACK
Dom: 212782 SER: H
STATE~D.L.: MO~1288535
ARRESTING OFFICER:
GILLENWUATER/SHALMAM
OFFICER I.D.: 285
TESTIMG OFFICER:
GILLENWRTER-ZHAWM-M
OFFICER 1.D.: 985
FERMIT NUMEER: SDffgda
EXPIRATION BRATE: @2-%54-11
MISCELLANEQUS TETRA:
RFI CHECK

-~ BREATH ANALYEIE ——-
. BLBMNK TEST - BBE

IMTERNSL STAMBRED YERIFIED
RABIO INTERFERENCE

Operater Signatere Z 7 ‘ A

Lt
Printed on recyw'ad papar with agr-based inka

GMSL 220802

deois0 60 €0 unr



Face This Side Down — This Edge In First

BAC DataMaster
Evidence Ticket

STHRTE OF MISSOURT
EATESR CITY POLICE DEPARTHEMT

BRAC DATAMASTER SERIAL NUMBER 281247

86,8585

TESTING OFFICERS
GILLEMWATER-SHAWM M

OFFICER 1.0.:& 985

PERMIT MNUMBER: 9gB2dy

EXPIRATION DATE: B2-24-11

MISCELLAMEDUS DATH:

~=~ ZUPERYIEOR MODE -—

BLAMNK TEST « GEA 28331
IMTERHAL STARHDARD VERIFIED 2831
EXTERHAL STAHIRED o F9S fgs gt
ELRNK TEST - B DEL R
EXTERMAL ETRMDARD » e =HY SR
ELRHK TEST ’ - 358 ES(G HRAE
EXTERNAL ETAHDARD - 97 2634
BLAHK TEET . HiiA 2@ 3
=3
SIM. = .1,
AYS5. = .8968
Operator Signarure/ e it
Printed on recyded paper with agri-basad inks CMSY 220802

de'60 60 €0 Ut



State of Missovuri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

SHAWN M GILLENWATER

Is hereby authorized to Instruct and supervise operators, train Instructors, inspect,
calibrate, perform field repairs, and operaie the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired {alveolar)
air. lagsued under the provisions of sections 577.020 through 577.041, RSMo 1988,

Qo § Watauwssan

o _02/24/09
- Dimcior of Stats Public Hesith Laboratory
o 920040 Ay
0212412011 Sl £
F Dlrestor, Department of Health
MO 580-G7T71 [7-88) Loh, 4 (R7-£50)

deois0 60 €0 unt



